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Abstract. Photoacoustic tomography PAT has been widely used to
image optically absorptive objects in both human and animal tissues.
For the first time, we present imaging of water with laser-based PAT.
We photoacoustically measure the absorption spectra of water-
ethanol mixtures at various water concentrations, and then image
water-ethanol and pure-water inclusions in gel and a water inclusion
in fat tissue. The significant difference in photoacoustic signals be-
tween water and fat tissue indicates that the laser-based PAT has the
potential to detect water content in tissue. © 2010 Society of Photo-Optical
Instrumentation Engineers. DOI: 10.1117/1.3443793
Keywords: photoacoustic tomography; absorption spectroscopy; water content in
tissue.
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he concentration of water in tissue reflects both physiologi-
al and pathological properties. Many techniques have been
sed to detect and measure water content in tissue. For in-
tance, magnetic resonance imaging MRI was traditionally
sed to image water content in the brain,1,2 bone,3,4 and other
issues,5,6 and diffusion-weight MRI DW-MRI has been
sed to map water mobility in brain and muscle tissues.7,8
ecently, diffuse optical methods have been applied to mea-
ure the increased water concentration in tumors.9 The bound
ater fraction, which is generally associated with tissue
athophysiology,10 affects the molecular vibrational states of
ater. Diffuse optical spectroscopy DOS can measure the
pectral changes due to bound water.11 Although DOS is ac-
urate and sensitive to water state,11 its spatial location is
oor.
As an emerging imaging technique, photoacoustic tomog-
aphy PAT has been successfully implemented in
iomedicine.12–15 Combining high optical contrast and ultra-
onic detection, PAT overcomes the depth limitation of other
igh-resolution optical imaging methods, and it is also free
rom speckle artifacts.16–18
PAT has been implemented to image various tissues19 from
entimeter-large breast tumors to micrometer-large single red
lood cells. Image contrast has been provided by many en-
ogenous and exogenous optical absorbers, such as hemoglo-
in, melanoma, and various natural and artificial contrast
gents. Since water absorbs electromagnetic EM waves in
he radio frequency rf and microwave spectra, it has served
s the absorber in rf-based photoacoustic PA detection,
hich is also referred to as thermoacoustic TA detection. In
ddition, the absorption spectrum of water has a peak absorp-
ion coefficient of 0.45 cm−1 around 975 nm, with a FWHM
ddress all correspondence to: Lihong V. Wang, Optical Imaging Laboratory,
epartment of Biomedical Engineering, Washington University, St. Louis, MO
3130-4899. Tel: 314-935-6152; Fax: 314-935-7448; E-mail:
hwang@biomed.wustl.eduournal of Biomedical Optics 036019-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/01/2016 Terms of Useof 920 to 1040 nm Ref. 20. However, to our knowledge,
water has never been detected by the PA imaging using a
near-IR NIR light source. In this paper, we explore the po-
tential of laser-based PA detection of water. From here on, the
EM source is always a laser, unless otherwise noted.
The next section briefly introduces the theoretical basis.
Then, we describe how the absorption spectra of water-
ethanol mixtures at various concentrations were measured by
using the PA technique. After that, both phantom and tissue
experiments to image water are detailed. Finally, conclusions
and a discussion are provided.
2 Theoretical Basis
The generation and propagation of a PA pressure wave in an







pr,t = − Cp tHr,t , 1
where pr , t denotes the acoustic pressure at position r and
time t, vs is the speed of sound in the medium,  denotes the
thermal coefficient of volume expansion, Cp denotes the iso-
baric specific heat capacity, and Hr , t is the heating function
defined as the thermal energy converted at r and t per unit
volume and time. For optical absorption, the heating function
generally equals thar , t, where th is the percentage of
energy that is converted into heat, a is the optical absorption
coefficient, and  is the optical fluence rate.
In general, the initial pressure rise p0 at r immediately
after illumination by a short laser pulse is given by23
p0r = rtharFr , 2
where = vs
2 /Cp is defined as the Grueneisen coefficient
dimensionless, and F is the optical fluence. In many cases,
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erving as the source of the propagating PA pressure wave,
epends on not only the illumination fluence and absorption
oefficient, but also on the Grueneisen coefficient. In addition,
he absorption coefficient is generally spectrally dependent.
Experimental and Theoretical Methods
igure 1a shows the experimental setup of our absorption
pectrum measurement system. The laser source was a tunable
aser Vibrant HE 355 I, OPOTEK, which provided laser
ulses at a repetition rate of 10 Hz with a wavelength-tuning
ange of 925 to 1025 nm. Water-ethanol mixtures with the
ame volume in a thin-walled plastic container were placed in
ront of a 2.25-MHz unfocused ultrasonic transducer V323,
anametrics, which was immersed in a tank of mineral oil.24
he distance from the bottom surface of the mixture to the
ront surface of the transducer was 2 cm. Since the detected
ig. 1 Experimental setup of a water-ethanol mixture spectrum mea-
urement and b phantom and tissue experiment.ournal of Biomedical Optics 036019-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/01/2016 Terms of Usesignal amplitude is proportional to the initial pressure, here
we used the peak-to-peak PA signal value to represent p0r.
The signal from the transducer was amplified by 40 dB by a
pulse amplifier 5072 PR, Panametrics and then recorded by
a data acquisition card CompuScope 14100, GaGe, Lockport,
Illinois at a sampling rate of 50 MHz. Both the mixture and
the container generated PA signals, but the discontinuity at
their interface helped to clearly distinguish between the two
signals according to their different arrival times.
Six mixtures of water-ethanol with different volume con-
centrations of water were made: 100 pure deionized water,
80, 60, 40, 20, and 0% ethanol only. Since the ethanol used
was 95% pure Pharmco-Aaper, 190 proof with the remain-
ing 5% being water, the actual volume concentrations of water
were 100, 81, 62, 43, 24, and 5%, respectively. The total
volume of each mixture was set to 15 ml. PA measurement
can quantify the relative initial pressure as a function of the
optical wavelength at each of these concentrations. We cali-
brated the power of the laser in the spectral range from
925 to 1025 nm at 25-nm intervals. The laser pulse energy
was recorded by a powermeter Melles Griot broadband
power/energy meter 13PEM001, and 20 laser pulses were
averaged at each wavelength.
We calculated dependence of the Grueneisen coefficient on
the mixture composition. The speed of sound vs in the water-
ethanol mixtures with different water concentrations were ob-
tained from Ref. 25. The thermal coefficient of volume expan-
sion  and specific heat capacity Cp of deionized water and
pure ethanol were taken from Ref. 26. It was assumed that the
thermal coefficient of volume expansion is additive with vol-
ume. That is, m= Vw /Vw+Vew+ Ve /Vw+Vee, where
Vw and Ve denote the volumes of water and ethanol, respec-
tively; m is the thermal coefficient of the mixture; and w
and e are the thermal coefficients of water and ethanol, re-






, where mw and me denote the
mass concentrations of water and ethanol, respectively. The
mass could be calculated with the volume and density shown
in Ref. 27. The specific heat capacities of the mixture, water,






, respectively. Then, the
Grueneisen coefficient of the mixture was calculated using
= vs
2 /Cp.
Figure 1b shows the experimental setup of our PAT sys-
tem, which was used to image water at various concentrations
on the basis of the dependence of the PA signal on the water
concentration. The tunable laser operated at the 975-nm
wavelength. A 10-mJ pulse energy was used to excite PA
signals. An ultrasound transducer 842-300, GE with a center
frequency of 2.25 MHz was immersed in the mineral oil in
the tank. A step motor controlled by a computer drove the
transducer to scan around the phantom through 120 positions
evenly distributed along the horizontal scanning trajectory,
while the PA signals were detected by the transducer. The
same amplifier and data acquisition card shown in Fig. 1a
were used. The image reconstruction was implemented in the
computer after data acquisition using the image reconstruction
algorithm described in Ref. 28.
Two samples were imaged using this PAT system. For
sample 1, a gel cylinder made of an agar-water mixture29 4%
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er, another with a 40% ethanol and 60% deionized water
ixture, and the third hole was left in air Fig. 5a in Sec. 4.
or sample 2, a piece of porcine fat was used. A hole was
rilled in the fat and filled with 2% agar gel Fig. 6a in
ec. 4.
Experimental Results
.1 Spectral Measurement of Water-Ethanol Mixtures
rom Eq. 2 in Sec. 2, the PA signal is in proportion to the
bsorption coefficient at a given Grueneisen coefficient. Thus,
e can use PA signals to obtain the absorption spectra when 
nd F are known.
Figure 2a shows the estimated Grueneisen coefficients at
arious water concentrations of the mixtures. A line, fitted
ith the coefficient of simple determination R2=0.99, was
sed to provide the Grueneisen coefficient values in estimat-
ng the optical absorption coefficient of each mixture.
By assuming that the absorption coefficient is additive on
he water concentration and using the linear fit of the Grue-
eisen coefficient, we can get a quadratic dependence of the
ig. 2 a Grueneisen coefficient calculated based on the specific ca-
acity, thermal volume expansion, and speed of sound data, a linear
ata fitting was also done R2=0.99; b relative PA signal of ethanol-
ater mixture as a function of water percentage 975 nm.ournal of Biomedical Optics 036019-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/01/2016 Terms of UsePA signal on the water concentration, as seen in Fig. 2b. The
figure plots the normalized PA signal to that of the pure deion-
ized water. This quadratic relation is spectrally independent.
The nonmonotonic curve in Fig. 2b implies that the water
fraction of a water-ethanol mixture might not be determined
uniquely according to the PA measurement alone. In general,
one PA signal corresponds to two possible water concentra-
tions. We measured relative PA signals at the 975-nm wave-
length for five mixtures, and estimated the water concentra-
tion in Table 1. For the mixture with 50% water
concentration, the ratio of its PA signal to that of the deion-
ized water is greater than the maximum in the curve shown in
Fig. 2b. As a result, the solutions for the water concentration
from multiple PA measurements were complex with a con-
stant real part but a varying imaginary part. Only the real part
is used as the photoacoustically measured water concentra-
tion, which matches the concentration for the peak of the
curve in Fig. 2b.
The relative absorption spectra were computed with Eq.
2 and then converted to absolute values Fig. 3a by cali-
brating with the absorption coefficient of deionized water at
975 nm measured by a spectrophotometer Cary 5E, Varian,
Walnut Greek, California. For Eq. 2, we used the Grue-
neisen coefficient shown in Fig. 2a and the calibrated optical
fluence; the latter is assumed to be uniformly distributed ow-
ing to the ground glass shown in Fig. 1a. For comparison,
the absorption spectra were also measured with the spectro-
photometer Fig. 3b. The relative errors between the PA and
spectrophotometric data are plotted in Fig. 3c, which shows
good accordance except at 925 nm, where the absorption co-
Fig. 3 Optical absorption coefficients from a PA five means, for
each mean, 100 PA signals were used and b spectrophotometric
measurements. Note that the 5% water solution is actually the ethanol
stock solution. c Relative errors of the PA measurements from the























Xu, Li, and Wang: Photoacoustic tomography of water in phantoms…
J
Downloaded Frofficient is small. In addition, the PA estimations for mixtures
ith less water were less accurate, possibly because of the
naccuracy in estimating the Grueneisen coefficient.
Because ethanol has negligible absorption in comparison
o water at the spectral region of interest and the absorption
oefficient is the product of the absorption cross section and
he number density of the absorbers,30 the absorption coeffi-
ient of each mixture is proportional to the water fraction.
herefore, we can use the absorption coefficients of deionized
ater and the ethanol stock solution 5% water derived from
he PA measurement to estimate the absorption coefficient of
he known ratio of water and ethanol. The estimates and the
A experimental results are plotted in Fig. 4a, and the rela-
ive errors are shown in Fig. 4b. We can see that the estima-
ions were accurate, especially at the wavelength of 975 nm
nd at high water concentrations, where the absorption coef-
cient was relatively large. Yet the estimation for the 24%
Table 1 Comparison of water concentrations
means; for each mean, 100 PA signals were used







ig. 4 a Comparison of theoretically calculated and photoacousti-
ally measured absorption coefficient versus the optical wavelength
nd b relative error of the theoretically calculated absorption coef-
cient from the photoacoustically measured absorption coefficient
ersus the optical wavelength.ournal of Biomedical Optics 036019-
m: http://biomedicaloptics.spiedigitallibrary.org/ on 07/01/2016 Terms of Usewater concentration was less accurate 12.5% error at the
975-nm wavelength than that for other mixtures less than
5% error at the 975-nm wavelength.
4.2 Imaging Water Content in Phantoms and Tissue
Figure 5 shows a PAT image of objects with different water
concentrations at 975 nm. The negative value is partially due
to the limited bandwidth of the ultrasonic detection system.
The reconstructed signal was integrated within the square
marked in Fig. 5b. The 40% water to 60% ethanol mixture
yielded a higher PA signal than deionized water; about 1.65
times as great, which agrees with the ratio of 1.84 predicted
from Fig. 2b.
The tissue experiment Fig. 6b indicated that water gen-
erates nine times stronger PA signals than fat at the 975-nm
wavelength Fig. 6c. This difference is possibly due to dif-
ferences in both the absorption coefficient and the Grueneisen
coefficient between water and fat. Thus, PAT has a great po-
tential to detect localized water in fat.
5 Conclusions
We applied an NIR laser-based PA technique for the first time
to image water. Absorption spectral measurements demon-
strated that we could distinguish water signals of various con-
centrations. A tissue experiment showed the potential of water
imaging in vivo. Different from previous applications in medi-
orresponding PA-derived fractional values five
50% 70% 90%
±1.1% 50.6% 72.2±0.8% 89.0±0.5%
±1.1% 50.6% 28.9±0.8% 12.1±0.5%
Fig. 5 Phantom experiment. a Photograph of a 4% agar gel with
embedded objects of different water concentrations and b 2-D PA
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oefficients but also the Grueneisen coefficients. In other
ords, different water concentrations lead to differences in
oth the optical absorption coefficient and the Grueneisen co-
fficient. PAT can image the differences in water content, es-
ecially in tissue with low water concentration such as fat,
lthough the impact of absorption of skin and blood should be
onsidered in animal experiments in the future.
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